Abstract -In order to design cooling systems, it is necessary to directly measure the cooling performance such as temperature and heat flux. However it has limitation of the sensor installation due to the narrow measurement space and also high operating temperature. In this limitation, the temperature has measured inlet and outlet. The surface temperature has measured indirectly and heat flux is predicted. This indirect method is needed accuracy of the sensor position and additional work such as development of a post processing calculation code in accordance with the shape are required. In this paper, we propose a method of directly measurement of the surface temperature and the heat flux. The temperature sensor fabricated close to the surface in order to improve the accuracy of the sensor for measuring the surface temperature and the heat flux. The fabricated thermocouple temperature sensor has applied on the surface temperature measurement experiment in the impinging jet cooling. To prevent sensor and the substrate were damaged due to thermal stress, a method with the ductility metal block substrate which embedded the sensor close to the surface has been proposed. The measured temperature was converted into the heat flux by the 1-D transient method. The metal block embedded with the sensors measured the distribution of the surface heat flux for water impinging jet at an initial temperature of 600 °C and the maximum heat flux was 4 MW/m 2 . This measurement technique can be applied to the performance evaluation of steel manufacturing process and heat exchangers.
Introduction
Impinging jet cooling is used to achieve an enhanced heat transfer coefficient. Especially, if the temperature of a cooling target is higher than the saturation temperature of a coolant, boiling occurs at the liquid-solid interface. In this case, latent heat and buoyancy-driven flow effects lead to a much larger heat transfer coefficient than convection heat transfer without phase change [1] . However, the thermal performance evaluation for two phase cooling is difficult by using conventional sensors due to disturbance of flow and boiling bubbles and vapours. In this limitation, the surface temperature has measured indirectly and heat flux is predicted [2] . In addition, a numerical approach such as the inverse heat conduction method requires precise sensor installation. When the temperature of a target specimen is very high, the selection of a temperature sensor is even further limited. Therefore, in this paper, surface temperature sensors on a surface and embedded temperature sensors in a steel block were developed for the direct measurement of thermal performance including temperature and heat flux on the surface in two phase cooling at a high temperature. Also, the possibility of using these sensors to measure temperature in the two phase cooling process was assessed by applying a water impinging jet to the specimen under the high temperature condition. The heat flux was measured from this temperature measurement by solving the 1-D heat conduction method. These studies will help to measure the heat transfer rate more accurately during the two phase cooling process.
Design and Fabrication of Embedded Temperature Sensor Array in a Steel Block

Design of Embedded Temperature Sensor Array
It was experimentally confirmed that the surface T/C sensor is difficult to apply the surface heat flux measurement under the water impinging jet cooling. Due to the quartz plate and surface T/C array were damaged by thermal shock from water impingement as shown in Fig 1. Thus, an embedded temperature sensor array in a steel block was suggested to solve the defects of the surface temperature sensor for the measurement of the surface heat flux at high temperature with the phase changes of coolant.
In this reason, we designed of the embedded temperature sensor array in the steel block to avoid direct contact of water to the surface sensors which, were damaged by thermal shock under water impinging jet cooling like as quartz plate and surface T/C array due to the thermal expansion coefficient difference. And also, it had to determine a temperature sensor type, a quantity and a dimension of sensor, and an electrical insulation method between sensor and steel block.
The steel has a high melting point, good ductility, and high electrical conductivity for the thermal shock by water impinging jet. And also, the specimen can heat uniformly by using the high frequency induction heating system Thus, SUS 304 was determined in order to measure the heat flux distribution in the high temperature. The temperature sensor for embedding to steel block was determined the K-type T/C. Also, the depths of the sensors were determined at 250 and 550 μm. Seven sensors were to be arranged in the radial direction with 6 mm intervals. Fig. 2 shows a special fabrication process of the embedded temperature sensor array in the steel block. The fabrication procedure is like as following: First over all, the electrical insulation material was filled to microchannel on base block, and a protruded electrical insulation material over the microchannel in the base block was polished. In a second step, a masking without microchannels for the electrical insulation material to be filled only in the microchannels, and the insulation material was cured at 150°C during 1 hour after removing the masking. Next, the insulation material was filled in the slits of support sheet with T/C sensors already installed. Electrical insulation material was cured with same conditions as above. Subsequently, the top sheet was covered on the support sheet. Finally, the embedding of T/C sensors to the steel block was completed by a metal diffusion bonding process. And also, the accuracy of embedded sensor position deviation was measured maximum depth of 17 μ m and horizontal of 190μm with cross section wire cutting. The electrical resistance between steel block and T/C sensors was measured over than 2 kΩ. This result means that the sensors are successfully embedded to the steel block. Fig. 3 shows the installed water impinging jet and high frequency heating system. The experimental apparatus consists of an induction heating system, a constant temperature water reservoir, a water pump (CRN 1-15, Grundfos) , and electromagnetic flow meter (GF630A/LF600, Toshiba), jet nozzle, the test specimen and a data acquisition system (EX1032A). Also, a commercial 500 μm diameter T/C was inserted to 5 mm depth hole at bottom of the test specimen to measure bottom temperature that would be used for the semi-infinite approximation.
Fabrication of Embedded Temperature Sensor Array
Application to Heat Flux Measurement
Experimental Setup for Water Impinging Jet Cooling
The experimental conditions are shown as Table 1 : A height of nozzle from surface of specimen was 100 mm, and an inner diameter of nozzle was 3 mm. The setting flow rate was 0.15 m 3 /hr, and Reynolds number of this flow rate is 15,000. And also, the temperature of cooling water was maintained 15°C. The target temperatures were 600 °C [3] , and 3 specimens were tested. The depth of embedding sensor of specimen A and B were 550 μm. When the temperature of the test specimen reaches to a saturation of target temperature, the water impinging jet was impinged on the surface of steel block. The temperature histories with time of each position were recorded with a 10 data/sec. 
Heat Flux Measurement under Water Impinging Jet Cooling Results and Discussions
The heat flux in each experiment was calculated by using the 1-D transient conduction method as in Eq. (1) [4] .
HTFF 109-4 Fig. 4(a) shows that the heat flux distribution using temperature distribution when the initial temperature of 600°C. When the initial temperature was 600°C in the same test specimen, the deviation of heat flux was generally less than 0.2 MW/m 2 at the all radial positions. It shows the reproducibility of the measurement using the embedded sensor to steel block. The maximum heat flux at the center position of all test specimens was appeared in 0.3 second. However, the maximum heat flux from the 18 mm radial position in the A-1 test result was reached later than the results using the B specimen. 
Conclusions
The embedded Thermocouple temperature sensor array in the steel block has been developed to measure the heat flux of water impinging jet cooling on the hot surface. The measurement of the heat flux of the water impinging jet cooling on the hot surface by using the 1-D transient conduction method has been first challenged. Fig. 4(b) illustrates the maximum heat flux in each radial position. It shows that the highest heat flux was appeared at the center position and reduced father from the center. The maximum heat flux was appeared in 6 mm radial position instead of the center position. The maximum heat flux from the A and B specimens was less than 0.2 MW/m 2 at the all radial positions expect the 0, 6 mm as shown in Fig. 4 . In the repeated experiments using the B specimen, the maximum heat fluxes were similar too. And also, the effect of horizontal deviation critical heat flux which of the sensor position from the designed position heat flux error is maximum 0.7% to negligible. It shows that the repeatability and reproducibility of the embedded temperature sensor into SUS block to measure surface heat flux distribution.
